Version 10: When 12 has to be Opened first Close 0,1,9
then Open wait 2 seconds and recheck P4 to determine
whether 0,1 should open or stay closed
block keys 12 and 9 temporarily to prevent operator interference

Version 11: Check P7 > 900mB removed
Version 12: K_12 Check added